The "sterile" debate: the effects of radiation sterilization on polymers.
All medical devices have to be sterilized, but the process of killing bacteria and other organisms can also have some deleterious effects on the devices themselves. This article discusses the mechanisms by which gamma irradiation can cause polymer damage and the potential consequences of this.